An inexpensive knee exerciser which closely approximates the perfor mance of state-of-the-art isokinetic equipment has been constructed and a preliminary evaluation has been carried out. Unlike other exer cisers, the lower limb angular velocity cannot be set a priori but, on the basis of patient performance it is possible to restrict limb velocity to within upper and lower bounds. The exerciser makes use of a shock absorber and lever mechanism which allow easy calibration of the system while elementary electronics and computer interfacing allow the measurement angle, velocity and torque in real time. A significant advantage of this exerciser over some isokinetic knee exercisers currently on the market is that limited arc rotation can be enforced. This type of limb restriction is important in many rehabilitation pro grams.
INTRODUCTION
Ever since isokinetic exercise was introduced by Thistle et all it has been widely used for research, clinical testing and rehabilitation, and has become an indispensable tool in the field of sports science.
The main advantage of this type of exercise over other modes is that it allows the development of maximal muscle tension throughout the range of limb motion (see Thistle et a? and Hislop and Perrine^).
Exercisers of this kind currently on the market include the highly sophisticated electro mechanical Cybex system which is capable of exercising many body joints, while hydraulics-based systems such as the Orthotron KT series are used exclusively for knee exercise and rehabilitation.
For many years, South African physiotherapists have been aware of the important and essential role that isokinetic exercise plays in physical rehabilitation and injury assessment. It is unfortunate, how ever, that the cost of importing and maintaining isokinetic testing and rehabilitation equipment is prohibitive, and this limits its availability in the country. During late 1990 it came to the attention of South African physiotherapists that the Bioenergetics of Exercise Research Unit (BERU ) at the University of Cape Town (UCT) are "conside ring the development of an isokinetic unit which will be calibratable, give reproducible results over the entire range of movement and will measure torque and angle simultaneously in real time".
An inexpensive knee exerciser of this type has recently been developed privately and has been tested at the University of the W itwatersrand M echanical E ngineering L aboratories. It will be shown in the forthcoming sections of this paper that the exerciser closely approximates the isokinetic principle for a fraction of the cost of overseas exercisers and fulfills all of the requirements set down by the BERU.
PRINCIPLE OF OPERATION
An ideal isokinetic exerciser will allow the patient's limb to move at a constant velocity irrespective of the torque developed. This is achieved, for example, with the Orthotron by means of pressure compensating values. Another less obvious method of achieving isokinetic motion is to determine a priori the patient's torque versus angle characteristics and then set up the system response so as to bring about isokinetic motion.3 The problem of designing such a system is greatly simplified if it is assumed that the torque versus angle characteristics for all patients can be characterised by a certain family of curves. By considering the results from a large cross-section of patients, it is evident that for both extensor and flexor muscles of the knee, torque is at a minimum at the fully extended and flexed positions and reaches a maximum somewhere in-between. This type of result is shown in figure 2 with reference to the nomenclature of figure 1.
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Fig 1: Nomenclature for the knee position during isokinetic exercise
The exerciser that is described here may be configured to-match the torque versus angle characteristics of the patient in one direction, and consequently bring about isokinetic motion of the limb in either extension or flexion. This may also be achieved to an acceptable degree of approximation for exercise in both directions (see section
4). Figure 3 is a schematic representation of the exerciser mechanism
where OB is the lever arm, AC is the position of an hydraulic shock absorber and the points O and C are stationary. The lower leg of the
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Angular Displacement (6)
Typical torque versus angle characteristics for the knee joint patient applies a torque Tp to the lever arm. Now the relative position of C to O can be adjusted so as to locate the position of maximum torque developed by the patient at 0= 9 0°. In so doing the patient is required to move the shock absorber through its maximum displacement relative to the limb motion in the region of maximum torque. It is an easy matter to show, and indeed intuitive, that the shock absorber resists with maximum force at this point when the motion is isokinetic. The magnitude of the resisting force, relative to the force of the patient, can then be set by suitably adjusting points A and C or by adjusting the damping capacity of the shock absorber. In this manner the patient's lower leg can be varied through a spectrum of velocities.
CONSTRUCTION AND MEASUREMENT
The exerciser constructed for this study made use of a chair similar to that used for the Orthotron. The Orthotron hydraulic assembly, however, was replaced by a shock absorber and lever assembly such as that shown in figure 3. The shock absorber had three settings corresponding to three different damping coefficients and the positions A and C were adjustable relative to O. This allowed the patient to traverse the entire range of lower leg motion and, in addition, arbitrary limited arc rotation could be enforced by suitable adjustment of positions A and C. It is important to note that this latter feature, which is often required in routine rehabilitation pro grams, is not available on the Orthotron KT series. The mechanism itself occupied a little less volume than the KT2 hydraulic actuator and a patient could easily vary the settings while remaining comfort ably seated. Consequently, no bulkiness problems arose. For calibration purposes the damping coefficients of the shock absorbers were determined for both extension and com pression strokes by a simple "load and time" technique. Although this system is fairly complex geometrically, it is pointed out here that the dynamics of the system are not difficult to characterise mathe matically. Consequently, with the geometry of the system and the damping coefficient of the shock absorber known, it was not a difficult task to calibrate the system. WCPT announces an exciting new con cept for an international meeting. K ey-note sp eak ers from all over the world 'will set the scene and lead the debate in various crucial topical areas of Private Practice. A series of workshops around these themes will follow where delegates will be encouraged and expected to be par ticipatory.
RESULTS AND EVALUATION
Hong Kong was chosen as a venue as being equidistant from the major countries who will be interested in the meeting, and therefore hopefully the cost should not be disadvantageous to any of the WCPT Regions.lt has been possible for WCPT to keep the registration fee for a five-day meeting down to the equivalent of $400.
The Meeting will be opened by the Rt Hon David I.,angc, ex Prime Minister of New Zealand, setting the scone on interna tion alism . T h e m ain se ssio n s are then taken by leaders in the fields of physical therapy and business: Diana I f t : Weakness and Strength I'om Arild Torstcnsen: Rehabilitation in Sport and Workplace Brian Mulligan: Cervical Issues
Mike l^imonl: Information Systems Ray Dillon: business of 1 Iealthcare in the Future
Specific initiatives agreed upon for the period until the next meeting:
• Thai WCI'T should continue * its co-operation with the Interna tional Institute on Aging (United Nations) -Malta * its co-operation with the W ordl Health Organisation to produce a text on the care of children with C e r e b r a l P a lsy in D e v e lo p in g Countries
* it co-operation with WHO and the W orld F e d e r a tio n o f O c c u p a tional T h e r a p ists on policy for
Community Based Rehabilitation It is only at the extremities i.e. near 0 to 90 degrees, that significant departures from isokinetic motion are evi dent. These deviations are to be expected since it is impossible to physically achieve perfect isokinetic motion, as this would require infinite accelerations of the limbs at the extremities. Data for the left leg of patient B, in the same format as figure 5, is presented in figure 6. Once again isokinetic motion was achieved for both flexion and extension by suitable adjustment of the exerciser geometry. It should be noted, however, that the shock absorber/lever arm length OA, and consequently the mechanical advantage, toaS skt to be the same for both patients. Table 1 shows the lower leg extension and flexion angular veloc ities (co) for both patients. These velocities were calculated from the linear slopes in figures 5 and 6. It is evident from the table that, for both patients, the velocities in the two directions are not the same.
In order to achieve the same velocity in both directions the damping capacity of the shock absorber would have to change depending on the direction of motion. This can be achieved but was not investi gated here since the exerciser was constructed merely to illustrate the concept. Nevertheless, it should be noted that even in the worst case presented here, i.e. patient A, the variation in velocity about the average is only 12%. For the rehabilitation of many conditions this may be a perfectly acceptable tolerance.
It is o f fundamental importance to note the subtle difference between this exerciser and current state-of-the-art isokinetic equip ment. Here, the patient's lower leg velocity is determined by the exerciser settings as well as the patient' s strength. Consequently, in assessing a patient, the therapist must first ascertain what settings will give a particular velocity range and then use this information to advance the patient through a spectrum of velocities by lengthening or shortening the shock absorber/lever arm length OA. Naturally, the strenglh of the patient will increase with repeated treatments and so too then will the velocity at a particular setting. This feature would have to be accounted for by the therapist. When a patient uses the exerciser with arbitrary settings, angular velocity will vary with angu lar displacement. However, it is up to the therapist to configure the exerciser so as to ensure isokinetic or nearly isokinetic motion. Depending on the skill of the therapist the variation in velocity can be minimized and possibly eliminated.
If both legs are exercised simultaneously and the mechanism settings arc the same, problems may arise with this exerciser, particu larly if one leg is significantly stronger than the other. Under these circumstances the stronger leg will tend to move faster than the weaker leg. This would then lead to coordination problems as the left and right legs would become increasingly out of sync. It is important to note, however, that the left and right mechanisms are independent of each other. Therefore, the mechanisms could be adjusted inde pendently with different settings so as to ensure the same average velocity for both legs. The results presented in the article show that, for a person with approximately equal strength legs, both legs can be exercised simultaneously, with both left and right mechanism settings the same, and the legs remain in sync. It has been shown in this section that the therapist must play a far greater role during rehabilitation than is the case when using other isokinetic equipment. This probably has additional merits of its own but is a vital ingredient to ensure the success of the exerciser. Indeed, it is a small price to pay when one considers that this exerciser will retail at a fraction of the cost of imported equipment. The dire need for affordable equipment in this country cannot be over-stressed.
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CONCLUDING REMARKS
An inexpensive exerciser has been described here which closely approximates the performance of state-of-the-art isokinetic exerci sers. Unlike other exercisers of this type, lower limb velocity cannot be set at the outset but the therapist can ensure a particular velocity range on the basis of patient strength. It is also evident from the foregoing sections that the two most expensive items on the exerciser are commercially obtainable shock absorbers. It is thus obvious that this exerciser will be dramatically cheaper than any of the isokinetic exercisers currently on the market.
In fulfillment of the BERU requirements it is evident that, pro vided the geometry of the mechanism and the damping coefficient of the shock absorber are known, the system is fully calibratable and is capable of providing reproducible results over the entire range of movement. It has also been shown in the above sections that simple electronics and computer interfacing allow the simultaneous meas urement of torque and angle in real time. One definite advantage of this exerciser over those like the Orthotron is that it allows enforce ment of limited arc rotation which is important in many rehabilitation programs.
